The mechanical properties of seven denture adhesives and eight oral moisturizers, all of which are commercially available, were evaluated using a texture profile analysis. A new assessment chart is proposed for the selection criteria of denture adhesive and oral moisturizers using a radar chart with three axes: hardness, cohesiveness, and adhesiveness.
Introduction
The number of denture wearers who have dry mouth and difficulty chewing has been increasing in ultra-aged society and particularly in Japan. Dry mouth is extremely common in the elderly who regularly administer prescription or nonprescription medication for radiation therapy, diabetes mellitus, and Shögren syndrome [1] [2] [3] [4] . An oral moisturizer, often called "artificial saliva," is used as a symptomatic treatment for dry mouth. Dry mouth in denture wearers often results in denture instability and denture complications despite the dentures being of the appropriate form and fitness. In this case, oral moisturizers improve the denture problems due to dry mouth [5, 6] . Severe bone resorption among the elderly, which occurs due to extension of life, may also result in denture instability. Even the most accomplished dentists find it difficult to satisfy patients' expectations for stability and retention of the denture, and it is occasionally considered appropriate to prescribe a denture adhesive to the patients [7] [8] [9] [10] . Although various denture adhesives and oral moisturizers are commercially available, no product possesses all the required characteristics of the materials, namely adhesiveness, moisture, flow and thickness, and ease of removal, among others. Patients often hesitate (or are unable) to select the appropriate material for their specific situation, and may need to be guided via a case-specific selection criteria.
In this study, texture profile analysis (TPA), which is a popular double-compression test for determining the textural properties of food material [11, 12] , was used to examine the material properties of commercial denture adhesive and oral moisturizers. The selection criteria for denture adhesives and oral moisturizers are discussed based on the TPA. Table 1 shows the description of eight oral moistures and seven denture adhesives that were evaluated in this experiment. All materials are commercially available in Japan and throughout the world. 
Material and Methods

Tested Materials
Measurements of Material Properties
Seven oral moisturizers and eight denture adhesives were tested using TPA, which is a popular double compression test for food material [11] [12] [13] [14] . Figures 1 and 2 show the measurement system and analysis method. A type I collagen-coated plastic plate (Celldesk LF1, MS-92132, SUMITOMO BAKELITE, Tokyo, Japan) lined with a 3-mm-thick silicone impression material (EXAFINE Injection-type, GC, Tokyo, Japan) (adopted as a simulated mucosa [15, 16] ) was placed on the bottom of an 18-mm-diameter glass dish. A 0.2-g weight material was directly placed on the simulated mucosa as homogeneously as possible. The materials were evaluated according to a TPA formula, based on the stress-strain curve obtained using a creep meter (RE2-3305B, Yamaden, Tokyo, Japan) with a flat piston head (ø of 16 mm), cylindrical glass dish, and a 2-N load cell. The creep meter measures the tendency of a solid material to move slowly or deform permanently under the mechanical stresses. Each material underwent two successive compression cycles performed at a constant displacement rate of 1 mm/s. The material was compressed 50% of the original height, and the return height at the secondary compression was 5 mm above the original height. In this analysis, hardness was defined as the maximal stress (force divided by the bottom area of the plunger) reached during the first compression. Adhesiveness was calculated using the area over the negative stress-strain curve after the first compression, which represents the work per unit volume. Cohesiveness was defined as the ratio of the area under the second compression curve to the area under the first compression. Measurements of each material were repeated ten times, and the means were considered as the representative values. Figure 3 shows the hardness of each tested material, categorized into three groups. The bottom and top of the box, the ends of the whiskers, and the band inside the box represent the lower (first) quartile, upper (third) quartile, minimum, maximum, and median, respectively (the same is with Figures 4 and 5 ). The hardness of the cushion-type denture adhesives was higher than that of the cream-type denture adhesives and oral moisturizers. The hardness of NPS varied widely. The NPS was brittle with a powdery feeling and might have influenced the measurement. Figure 3 shows the hardness of each tested material, categorized into three groups. The bottom and top of the box, the ends of the whiskers, and the band inside the box represent the lower (first) quartile, upper (third) quartile, minimum, maximum, and median, respectively (the same is with Figures 4 and 5) . The hardness of the cushion-type denture adhesives was higher than that of the cream-type denture adhesives and oral moisturizers. The hardness of NPS varied widely. The NPS was brittle with a powdery feeling and might have influenced the measurement. Figure 3 shows the hardness of each tested material, categorized into three groups. The bottom and top of the box, the ends of the whiskers, and the band inside the box represent the lower (first) quartile, upper (third) quartile, minimum, maximum, and median, respectively (the same is with Figures 4 and 5) . The hardness of the cushion-type denture adhesives was higher than that of the cream-type denture adhesives and oral moisturizers. The hardness of NPS varied widely. The NPS was brittle with a powdery feeling and might have influenced the measurement. Figure 3 shows the hardness of each tested material, categorized into three groups. The bottom and top of the box, the ends of the whiskers, and the band inside the box represent the lower (first) quartile, upper (third) quartile, minimum, maximum, and median, respectively (the same is with Figures 4 and 5) . The hardness of the cushion-type denture adhesives was higher than that of the cream-type denture adhesives and oral moisturizers. The hardness of NPS varied widely. The NPS was brittle with a powdery feeling and might have influenced the measurement. Figure 4 shows the cohesiveness of each tested material, categorized into three groups. The cohesiveness was characterized not by group, but on an individual material basis.
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4 of 6 Figure 4 shows the cohesiveness of each tested material, categorized into three groups. The cohesiveness was characterized not by group, but on an individual material basis. Figure 4 . Cohesiveness of seven kinds of denture adhesives and eight kinds of oral moisturizers of seven kinds of denture adhesives and eight kinds of oral moisturizers. Figure 5 shows the adhesiveness of each tested material, categorized into three groups. The adhesiveness of the oral moisturizers was comparably higher than that of the denture adhesives. 
Discussion
Denture wearers are often not sure of which denture adhesive or oral moisturizer is appropriate for them. Patients clarify their oral or denture complications and then select the appropriate material for addressing the complications. While clarification regarding the material and biological characteristics of the materials is required prior to the selection of the material, it is very difficult for dentists and patients to understand the material characteristics and how they relate to findings from rheological research.
Oral moisturizers are formulated to improve dry mouth. Denture wearers with dry mouth need a lubricant agent as well as a moisturizer as a substitute for saliva. Commercial oral moisturizers Figure 5 shows the adhesiveness of each tested material, categorized into three groups. The adhesiveness of the oral moisturizers was comparably higher than that of the denture adhesives.
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Oral moisturizers are formulated to improve dry mouth. Denture wearers with dry mouth need a lubricant agent as well as a moisturizer as a substitute for saliva. Commercial oral moisturizers consist of moisturizing agents, supplements, and water. Glycerin is generally used as the moisturizing agent, in conjunction with the hyaluronic acid. Sweetener, essence, and antibacterial agents, such as lactoferrin, lactoperoxidase, and lysozyme, are generally compounded as supplements [5, 6] .
The denture adhesive requires retention and stability without altering the interocclusal relationship. The additional requisite is the removal of the material from the denture base. The denture adhesives are categorized into cream type, cushion type (home reliner type), powder type, and tape type. The principal component of powder type and cream type denture adhesives is carboxymethyl cellulose sodium salt, and the principal components of cushion type adhesives are polyvinyl acetate and ethanol [17] . Any denture adhesive and oral moisturizer has little biological hazard, a good feeling of prescription, and an antibacterial effect.
In this study, TPA with three texture parameters was applied to evaluate the mechanical properties of denture adhesives and oral moisturizers. This method is generally used not only for food analysis, but also for analyses of pharmaceuticals, gels, and items of personal care. In TPA, test samples are compressed twice using a texture analyzer to evaluate the behavior of samples when chewed. The method recognizes the fact that the textural identity of any material is both multi-faceted and inherently linked to the patient's sensory expectations. The hardness refers to a deformationability that spreads between denture and oral mucosa, whereas cohesiveness refers to the retention capacity of the material, which is the ratio of total energy at first compression to total energy at second compression. The high hardness secures the material thickness for the inadaptation of denture, and high cohesiveness shows that the material can be uniformly coated to the denture. The adhesiveness refers to the energy required to separate two materials and represents the extent of denture retention.
A radar chart with three axes (i.e., hardness, cohesiveness, and adhesiveness) makes it easier to comprehend the characteristic of the material, as shown in Figure 6 . The radar chart is available for seeing which properties are scoring high or low within a dataset, making them ideal for displaying performance. If the patient needs enhanced denture retention until the adaptation to a new denture, the denture adhesive or oral moisturizer with low hardness and low adhesiveness will be preferable. If the patient needs enhanced denture retention for a long term, a denture adhesive or oral moisturizer with high hardness and high cohesiveness may be preferable. The radar chart will be helpful in selecting the appropriate oral moisturizer and denture adhesive. The relationship between the main component and radar chart outline of each material was not found, and every material showed individual original features.
In conclusion, our study illustrated a new assessment chart for the selection criteria of denture adhesive and oral moisturizers using a radar chart with three axes: hardness, cohesiveness, and adhesiveness through texture profile analysis. This will provide both patients and dentists with information useful for denture maintenance. consist of moisturizing agents, supplements, and water. Glycerin is generally used as the moisturizing agent, in conjunction with the hyaluronic acid. Sweetener, essence, and antibacterial agents, such as lactoferrin, lactoperoxidase, and lysozyme, are generally compounded as supplements [5, 6] . The denture adhesive requires retention and stability without altering the interocclusal relationship. The additional requisite is the removal of the material from the denture base. The denture adhesives are categorized into cream type, cushion type (home reliner type), powder type, and tape type. The principal component of powder type and cream type denture adhesives is carboxymethyl cellulose sodium salt, and the principal components of cushion type adhesives are polyvinyl acetate and ethanol [17] . Any denture adhesive and oral moisturizer has little biological hazard, a good feeling of prescription, and an antibacterial effect.
In conclusion, our study illustrated a new assessment chart for the selection criteria of denture adhesive and oral moisturizers using a radar chart with three axes: hardness, cohesiveness, and adhesiveness through texture profile analysis. This will provide both patients and dentists with information useful for denture maintenance. 
